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Abstract

Background: The efficacy of homeopathy is controversial. Homeopathic remedies are made via
iterated shaking and dilution, in ethanol or in water, from a starting substance. Remedies of potency
12 C or higher are ultra-dilute (UD), i.e. contain zero molecules of the starting material. Various
hypotheses have been advanced to explain how a UD remedy might be different from unprepared
solvent. One such hypothesis posits that a remedy contains stable clusters, i.e. localized regions
where one or more hydrogen bonds remain fixed on a long time scale. High sensitivity proton
nuclear magnetic resonance spectroscopy has not previously been used to look for evidence of
differences between UD remedies and controls.

Methods: Homeopathic remedies made in water were studied via high sensitivity proton nuclear
magnetic resonance spectroscopy. A total of 57 remedy samples representing six starting materials
and spanning a variety of potencies from 6 C to 10 M were tested along with 46 controls.

Results: By presaturating on the water peak, signals could be reliably detected that represented
H-containing species at concentrations as low as 5 uM. There were 35 positions where a discrete
signal was seen in one or more of the 103 spectra, which should theoretically have been absent
from the spectrum of pure water. Of these 35, fifteen were identified as machine-generated
artifacts, eight were identified as trace levels of organic contaminants, and twelve were unexplained.
Of the unexplained signals, six were seen in just one spectrum each. None of the artifacts or
unexplained signals occurred more frequently in remedies than in controls, using a p < .05 cutoff.
Some commercially prepared samples were found to contain traces of one or more of these small
organic molecules: ethanol, acetate, formate, methanol, and acetone.

Conclusion: No discrete signals suggesting a difference between remedies and controls were
seen, via high sensitivity 'H-NMR spectroscopy. The results failed to support a hypothesis that
remedies made in water contain long-lived non-dynamic alterations of the H-bonding pattern of the
solvent.

Background widely accepted premise of those doing research in this
The mechanism of action of homeopathic remedies has  field is that if remedies are more than placebos, then the
baffled practitioners and scientists for two centuries. A process of making remedies by alternating dilution and
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succussion must alter the solvent, encoding in it a "mem-
ory" or "information" that biological systems can detect.
Experiments attempting to measure or document solvent
alteration through direct study of the physical and chem-
ical properties of remedies have so far failed to yield any
independently replicated positive effects.

Proton nuclear magnetic resonance (H-NMR, or simply
NMR) is among the techniques that have been used to
look for differences between remedies and control sam-
ples. The term "NMR" encompasses both solvent mobility
studies (results are given as a pair of relaxation times
denoted T, and T,) and analytical studies. In analytical
studies, also called spectroscopy, the results are displayed
as a graph or spectrum plotting concentration against a
variable called chemical shift. There are also more com-
plex applications of NMR such as imaging and two-
dimensional NMR that are not relevant to the study of dis-
crete remedy samples. The chemical shift of a proton in a
molecule in a sample reflects the (time-averaged) amount
of magnetic shielding provided by the electrons making
up the covalent or hydrogen bond(s) in which the proton
participates, with greater electron density generally corre-
lating with lower chemical shift numbers. Chemical shifts
are measured in units of parts per million (ppm) devia-
tion from a reference shift. Recent literature reviews by
Baumgirtner [1] and by Becker-Witt et al.[2] identified 18
published articles on the use of NMR to study remedies,
of which 9 projects used NMR spectroscopy [3-11]. Of
these nine, eight [3-10] reported finding differences
between remedies and controls when focusing on the rel-
ative height, chemical shift, or width of one or more of the
peaks due to H's in the solvent. However Aabel and cow-
orkers' recent study [11] found no differences between
remedies and controls. It should be noted that all studies
had methodological weaknesses according to the criteria
developed by Becker-Witt et al.[2]

One hypothesis to explain how UD remedies might be
different from controls states that remedies contain long-
lived stable clusters of solvent molecules that are not
present in controls [12-14]. If this hypothesis is correct,
then the H's making up H-bonds in the stable clusters
would experience a bonding environment different from
that of the ambient solvent, and they should generate a
separate signal on the NMR spectrum. There would be one
discrete signal or peak for each symmetry-distinct H in the
cluster, along with the expected large peak at 4.8 ppm for
the ambient water. "Unexplained" discrete peaks have
never been reported in NMR spectroscopy studies of rem-
edies, but we wondered if this might be because cluster
concentrations are very small and the methodology has
been insufficiently sensitive to detect them.
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A technical but relevant point must be introduced here.
One version of the "cluster theory" posits that once a sol-
vent molecule becomes part of a stable cluster it will stay
in that cluster indefinitely. We call such a cluster "non-
dynamic". A trickier but more believable hypothesis is
that solvent molecules cycle back and forth between the
ambient solvent and the clusters. If only one molecule at
atime leaves a cluster and it is replaced quickly by another
solvent molecule, then the pattern or geometry of the clus-
ter could be sustained without indefinitely tying up any
individual solvent molecules. Exchanges of surface hydro-
gens could also occur rapidly without losing the cluster
geometry. A cluster whose components exchange with the
ambient solvent would be called "dynamic". The key con-
cept is a parameter called "dwell time", which is the aver-
age time a molecule spends in a cluster. If the dwell time
is shorter than 10-3 sec or so, NMR will not be able to "see"
it because the chemical shift will be the average over some
milliseconds, and the discrete signals will blend back in
with the ambient water signal. Dwell times are considera-
bly shorter than 10-3 sec for a variety of processes, such as
ion solvation [15-17] and protein association [18-22].
Therefore NMR spectroscopy is a good method for testing
the cluster hypothesis only if, as part of the hypothesis, we
postulate that clusters are non-dynamic or that dwell
times are on the order of several milliseconds or longer.

The project described in this article used a high-sensitivity
NMR method to test this possibility, i.e., do remedies
made in water contain low concentrations of long-lived
non-dynamic regions of structured H-bonding? A good
starting point was to quantify the detection limits of pre-
vious studies and of the present study. Without a detec-
tion limit a negative finding is hard to interpret. The
methodology of Aabel et al.[11], which did not include
individual shimming of tubes and collected the standard
16 scans per tube, might be expected to have a detection
cutoff around 1 mM on a 500 MHz magnet. That is, peaks
representing concentrations of H smaller than 0.001 mol/
L would be lost in the noise.

This project undertook to improve the detection limit by
conducting individual shimming, increasing the number
of scans collected, and most importantly, utilizing a high
sensitivity method called presaturation. With presatura-
tion, the H's contributing to the 4.8 ppm peak are excited
in advance in a manner which causes their contributions
to nearly cancel each other out rather than combine into
a huge peak. As a result the receiver gain can be increased
and signals that would otherwise be overwhelmed
become detectable. By combining these techniques, peaks
belonging to H-containing compounds at concentrations
as low as 5 uM were consistently detected.

Page 2 of 10

(page number not for citation purposes)



BMC Complementary and Alternative Medicine 2004, 4:15

Assuming unsplit peaks, this means that if a remedy con-
tained a population of a particular stable cluster species at
a concentration of 5 uM, the method would be able to
detect it. Assuming peaks are split as doublets, the cutoff
rises to 10 uM. Although the H's on an H,O molecule are
normally NMR-equivalent, they need not be equivalent if
the H,O is embedded in a fixed stable cluster. Then each
H of an H,0 could split the other's peak, yielding dou-
blets. Protons on distinct H,O units are far enough apart
that their coupling constants can be expected to be too
small to generate further peak splitting. Based on this rea-
soning we assume doublets as the norm for a hypothetical
stable cluster, and we take 10 uM as the detection cutoff.
For perspective, at 10 uM, we could detect structuring if
just 1 in every 107 protons were involved in a fixed H-
bond.

Methods

Chemicals

Chemicals including 100.0% D,0O, 100.0%-d DMSO-d6,
and 98% 1,4-cyclohexanedione (C;HgO,) were obtained
from Sigma-Aldrich [23]. Distilled deionized water was
either obtained from Sigma-Aldrich or prepared on site
via a purifier capable of producing 18 MQ-cm water.
Ultra-pure water was kept in tightly closed polypropylene
bottles. Measurements at the point of use found that the
water had conductivity no greater than 2 uS (or 0.5
MQ - cm). The rise in conductivity occurs within minutes
as ultra-pure water picks up CO, from exposure to air and
ions from exposure to glass, and we considered it to be
unavoidable.

Remedies

Two animal (Sepia and Lachesis), two plant (Ignatia and
Lycopodium) and two mineral remedies (Natrum Muriati-
cum and Argentum Nitricum), all of which occur com-
monly in clinical homeopathy, were used for the project.
Commercial remedies were obtained from Helios Phar-
macy [24] and from Washington Homeopathic [25]. Both
pharmacies are widely considered to make quality prod-
ucts that give good clinical results. Helios remedies are
regarded by many to be among the best homeopathic
remedies in the world. Each pharmacy provided all six
remedies at the 12 C, 30 C, 200 C, 1 M, and 10 M poten-
cies. Staff at both pharmacies made the 12 C and 30 C
remedies via the Hahnemann process in washed and
rinsed vials using distilled deionized water at each dilu-
tion, starting from a standard mother tincture (MT). For
the 200 C potencies, a 195 C potency in ethanol-water
"off the shelf" was used as the starting point for five serial
dilutions and succussions in deionized distilled water.
Likewise, 1 M and 10 M potencies were derived from
"library" 995 C and 9995 C potencies made in ethanol-
water. It was a consensus among homeopathic practition-
ers that despite the switch from ethanol-water to water,
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this was a valid way of generating 200 C and higher
potency remedies. Upon receipt, commercial remedies
were stored in the bottles in which they were sent, at room
temperature, in a box in a dark cupboard. Each pharmacy
also provided an unsuccussed water control.

We also made our own mineral remedies up to the 12 C
potency starting from MT's consisting of a hand-made 1 M
NaCl solution and a stock bottle of 0.1 N AgNO;. To make
a remedy series, twelve 12 mL capped borosilicate glass
vials were labeled 1 C through 12 C, and to each was
added 4 mL water. Two drops of MT were added to the
first and it was succussed, then 2 drops of the 1 C were
added to the next vial and it was succussed, and so on.
Transfers were via sterilized Pasteur pipettes. Vials and
pipettes were not re-used. Succussion consisted of 120
strokes of forcefully pounding the closed vials held in the
fist against a rubber mouse pad on a counter top. Suc-
cussed water to be used as a control was made the same
way. Over the course of the project, seven series of Nat
Mur potencies and six of Arg Nitr potencies were made.
Remedies were made less than 24 hours in advance of
their scheduled testing times. They were placed into NMR
tubes and readied for analysis within an hour of being
produced. The tubes generally waited overnight in a light-
resistant foil-wrapped container at room temperature
before undergoing analysis.

NMR Methodology

To prepare a sample for analysis, a borosilicate glass NMR
tube rated for 500 MHz (Wilmad Lab Glass [26]) was
primed with 50 to 90 uL of locking agent (either D,O or
DMSO-d6) and 20 pL of a dilute water solution contain-
ing a known concentration of a marker molecule (markers
tried were acetone (CH;COCH;) and 1,4-cyclohexanedi-
one (C,HgO,)). The remedy or control sample was then
added to fill the tube to the 700 uL mark, followed by gen-
tle tilting and turning to mix. The marker served several
purposes: it provided a reference line for zeroing the
chemical shift scale, it provided a reference peak for com-
paring concentrations, and its sharpness and shape gave
feedback about the accuracy of the shimming process. By
carefully varying the marker concentration we also deter-
mined the method's limits of detection. [C;HgO, was con-
sidered an "ideal" marker in that it met all of these criteria:
it is available cheaply at high purity; it dissolves in water
without altering pH and does not evaporate over time; its
TH-NMR spectrum has a single unsplit line; its unique
peak occurs at a distinctive location far from the water
peak and is not easily confused with other common peaks
(2.77 ppm); and it will not normally occur as a contami-
nant or from other sources, so one can be sure its concen-
tration is exactly what one intends. |
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Proton NMR spectra were obtained at the Department of
Chemistry Instrumentation Facility at M.I.T. ("DCIF"). All
spectra reported here were obtained on a Varian INOVA
500 tuned to 499.759 MHz and equipped with an inverse
probe. Tubes were run with the temperature clamped at
either 20°C or 21°C and were not spun. Shimming was
done manually for Z1 through Z7 and for first and second
order XY magnets, using the lock signal. Presaturation
used the standard presat pulse sequence (satdly = 1.5 sec),
with the optimal presat frequency being determined to
within 0.1 Hz via an array method. Locking, shimming
and presat frequency optimization were repeated each
time a tube was inserted. Between 128 and 200 transients
were collected for each sample. Start-to-finish time for
each tube was typically around 35 minutes. Spectrum
analyses were done via the standard Varian programs run-
ning on an SGI workstation provided by DCIF.

Randomization

Randomization and blinding are among the recommen-
dations in Ref. [2] for how to conduct high quality studies
on homeopathy. We did not conduct strict randomiza-
tion, but we did intentionally "mix up" the samples in
some respects. We labeled all NMR tubes at the outset and
we deliberately changed around which tubes were used
for controls and for remedies, in case tube-specific effects
were to occur. On most days when we were analyzing
remedies we included at least one control, and we always
ran the control neither first nor last, in case a time-related
trend or drift were to influence the results. Our plan was
this: if any signals appeared which seemed to be occurring
significantly more often in remedies than in controls, the
studies would be followed up with strictly randomized,
blinded trials to verify those particular signals. If no signif-
icant differences were found, then strict randomization
could not alter the outcome, and the follow-up step
would be unnecessary.

Results

We analyzed a total of 57 remedy samples, 5 succussed
water controls, and 41 unaltered water controls. Of this
total, 28 samples were non-commercial (i.e. made on site)
Nat Mur and Arg Nitr remedies of potency 6 C to 12 C.
Because the details of the protocol evolved over the course
of the project, it could be argued that this total represents
the combination of many different experiments. Realizing
this, we made a point toward the end of the project, of
applying what we considered to be our best methodology
to screen a set of what were arguably the best remedies.
Specifically, we screened 18 Helios remedies, namely the
12 C, 30 C and 10 M potencies of the six MT's. The screen-
ing protocol consistently used 70 uL of D,O for locking
and concentrations of 12.5 puM or less of C,H;O, as
marker. These 18 trials are included in the 57 for the pur-
poses of discussion. Spectra can be conveniently split into
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those obtained during 2002 (listed by sample and date in
Table 1, Additional File 1) and the Helios screening run
(listed in Table 2, Additional File 1).

Sensitivity

As indicated above, when marker concentration was 5 uM
of H or greater (e.g. 0.62 uM of C,HgO,), a peak was
always seen above noise, using the 3o criterion [27]. This
included four samples where the concentration was just 5
UM. A peak was seen in two of three samples where the
concentration was 4 uM and in neither of two samples
where it was 3 uM. Thus 5 uM was taken as the detection
cutoff for this methodology.

Expected and unexpected signals

Expected signals that were seen in all spectra included the
large water signal peaking at 4.81 ppm, which dominated
the spectrum despite presaturation. The water signal is so
dominating that small peaks between approximately 4.4
and 5.2 ppm could be "lost" in it, and this interval must
be viewed as an inaccessible region of the spectrum for
our methodology. Marker peaks for CH;COCH; and
C,H4O, were observed respectively at 2.22 [28] and 2.77
ppm. 13C satellites were seen as expected when marker
concentrations were high enough and are not listed sepa-
rately in Table 3, Additional File 1. When DMSO-d6 was
the locking agent, a residual DMSO-d5 quintuplet cen-
tered at 2.68 ppm was always present.

The focus of this project was to look for discrete peaks
other than these expected peaks. Combining the 103 spec-
tra, there were 35 positions where a discrete signal
occurred that was not among these expected signals. These
positions are listed in Table 3, Additional File 1. Signals
that had the same structure (i.e. singlet, doublet, etc.) and
occurred at the same position (within + 0.01 ppm) in
multiple spectra were assumed to have the same genesis.
(This assumption could be challenged, but it would not
affect our overall conclusions.) We therefore examined
each of the 35 "unexpected" positions to see if we could
offer an explanation for why signals occurred there.

Artifacts

Fifteen of the 35 signals were classified as artifacts, i.e.
machine-generated spectrum "glitches" that were unre-
lated to the sample. A signal was dismissed as artifact if it
could not be phased consistent with the marker peak. Arti-
facts were further classified as either "consistent" or "inter-
mittent". The consistent artifacts occurred in more than
half of all samples and throughout the eighteen months
when our data was collected. Consistent artifacts were
seen at 3.60, 8.17, and 11.53 ppm. Signals at positions
8.17 and 11.53 were explained as mid-spectrum artifact
and as a "reflection" of the water signal respectively (A =
8.17 - 4.81 = 3.36, reflection across midpoint is at 8.17 +
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A = 11.53), but no rationale for the 3.60-ppm artifact was
identified. We labeled the consistent artifacts as C1, C2,
and C3.

Intermittent artifacts were labeled R1 through R12 and are
listed in Table 3, Additional File 1. These artifacts tended
to be small, often little more than bumps or wiggles in the
baseline. With the marker peak phased to go up (i.e.
wholly above the baseline), artifacts might be entirely
below the baseline (downgoing), entirely above (upgo-
ing), or both (biphasic). An artifact that occurred repeat-
edly could have different behaviors in different spectra.
Table 3, Additional File 1 indicates whether each artifact
was downgoing (d), biphasic (b), or upgoing (u), or
whether more than one behavior was seen. The criterion
for classification as artifact was that a signal was downgo-
ing or biphasic in at least some of the spectra where it was
seen.

Half of the intermittent artifacts were seen in only one
spectrum each. Those that occurred repeatedly demon-
strated a "burst" pattern in the sense that they were
present for spectra collected on a single day or during an
interval of weeks or months, but were not seen at other
times. For instance, the artifact R5 occurred only on 4-Jun-
03 and was seen in every spectrum obtained that day (the
control as well as the remedies: Table 2, Additional File 1).

Contaminants

Signals that were consistently upgoing could be artifacts
or they could be measuring something actually present in
the sample. Among such signals, some were evidence of
contamination by small organic molecules. Seven signals
were positively identified, and an eighth was given a prob-
able assignment.

Zacharias [29,30] raised the issue that some amount of
contamination was probably unavoidable in remedies,
and that it could affect the outcome of studies of reme-
dies. In our spectra signals representing contamination by
small organic molecules were frequently seen. Non-com-
mercial remedies and controls often contained acetate
(CH,;COOr, 1.90 ppm [28,31]) or formate (HCOO-, 8.44
ppm [28]) ions at concentrations ranging from barely
detectable (1.7 uM for acetate, 5 uM for formate) to 30
uM. Long soaking of the NMR tubes in water between uses
and exercising extra care to avoid hand contact with the
remedies decreased but did not eliminate the occurrence
of these two contaminants. Lactate (CH;CHOHCOO:,
1.32 ppm [31]) occurred at barely detectable levels in 3
non-commercial samples. The fact that its signal is a dou-
blet with the characteristic 5 Hz coupling constant assists
with the identification, and improves one's confidence
that one is seeing a real signal and not just noise that hap-
pens to occur at the chemical shift of lactate. The a hydro-
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gen signal of lactate, expected around 4.2 ppm, is a quartet
and would be predicted to have 1/4 the height of the
methyl peak. The quartet would have been a nice confir-
mation of the lactate identification, but it could not be
seen above noise.

One signal, an upgoing singlet at 1.28 ppm, occurred in
all but one spectrum run using DMSO-d6 between April
and November 2002, and did not occur in spectra run
using D,O or outside this time interval. We pegged it as
coming from a contaminant in the DMSO-d6, which was
not present in different bottles of DMSO-d6 that were
used before April and after November. Its base was
broader by a factor of four than the other singlets seen,
and despite its trace size we could often make out that it
had a symmetric stepped shape like a ziggurat. A good
guess, which fits all of these facts, is that it comes from
ethylmethylsulfoxide-d7  (CD;SOCD,CD,H), which
could plausibly be introduced during the manufacture of
DMSO-d6 (CD;SOCD;). We did not find anywhere listed
the chemical shift of ethylmethylsulfoxide, but the ethyl's
methyl group of the very similar molecule ethylmethylke-
tone resonates at 1.26 ppm [28] in D,0. We gave it the
identifier 'X' in Table 3. A DMSO-d6 control run on 1-
Aug-02 yielded two peaks in the vicinity of 1.3 ppm, one
of which may have been 'X'.

For the 18 Helios remedies screened with the C,Hg;O, pro-
tocol, results are given in Table 2, Additional File 1. All but
one had measurable quantities of ethanol, with concen-
trations typically around 300 uM but in one case as high
as 3.6 mM (range 116 - 3632 uM, median 310 uM). The
ethanol signal, a triplet at 1.17 ppm paired with a quartet
at 3.65 ppm, was unmistakable. The ratio between the
peak areas of ethanol's methyl triplet at 1.17 ppm and its
methylene quartet at 3.65 ppm is theoretically 3:2. In
Table 2, Additional File 1the range of ratios is 1.37 to
1.66. The proximity of the variably-shaped artifact near
3.60 ppm sometimes interfered with accurate determina-
tion of the area of the methylene signal, and ethanol con-
centrations were taken to be 1/3 of the 1.17-ppm peak
area. Repeat measurements of a single sample showed
that the concentration figures obtained this way have an
experimental error of 5 - 10 %.

The 18 Helios remedies of Table 2, Additional File 1 all
contained CH;COO- (range 22 - 214 pM, median 55 uM)
and HCOO- (range 8 - 75 uM, median 44 uM). None con-
tained detectable lactate, but we sometimes saw acetone
or methanol (CH;OH, 3.34 ppm [28]). Six of the 18 con-
tained detectable acetone (range 3 - 21 puM, median 5
puM) and a different but overlapping set of six held detect-
able methanol (range 2 - 10 uM, median 4 uM). Because
the samples prepared on site never contained detectable
ethanol, methanol, or acetone (excepting the added
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acetone markers), and all samples were analyzed by the
same procedure, it is safe to conclude that the Helios sam-
ples came with these contaminants. While we admit that
our procedures and lab technique were apparently intro-
ducing some extraneous acetate and formate, the Helios
remedies' levels of these ions typically ran higher than the
levels seen in remedies prepared on site (medians of 55
and 44 versus a maximum of about 30 for on site reme-
dies). We deduce that the source of these contaminants in
Helios remedies was at least partially from the remedies
themselves, i.e. most or all of the Helios remedies came
with some acetate and formate in them. The three Helios
remedies that we examined using DMSO-d6 contained
ethanol, acetate, and formate as well, and one had meth-
anol, but for those runs we did not add a measured
marker and precise concentrations were not determined
(Table 1, Additional File 1). Of the eight Washington
Homeopathic remedies that we analyzed and the Wash-
ington control, all had ethanol and acetate, all but the
control had formate, seven had acetone, two had metha-
nol, and six had lactate. The high rate of lactate occurrence
in Washington's samples (6 of 9 vs 3 of 94 for non-Wash-
ington) was not due to chance (p < 10-¢), but the fact that
the six runs exhibiting lactate were all done on one day
with no non-Washington control means that we cannot
rule out an extraneous source for the lactate.

Unexplained signals

Twelve positions for upgoing singlets could neither be
ruled out as artifacts nor assigned definitely to any known
small organic contaminant. These are the "unexplained"”
peaks, labeled U1 through U12 in Table 3, Additional File
1. Six of the unexplained group occurred in just one spec-
trum each. Those that occurred repeatedly exhibited the
same kind of temporal burst distribution that was seen for
the intermittent artifacts. (The only exception was U1,
which was seen on 2-Jan-02 and again on 20-May-02; this
may be an example where two different signals coinciden-
tally had similar shapes and chemical shifts and were
lumped together.) The ppm range was from 0.47 to 10.60;
among those that occurred more than once the range was
0.47 to 6.80. The three upfield-most (i.e. lowest ppm) sig-
nals were "broad", i.e. width at half height was between
0.02 and 0.1 ppm, in contrast to the typical "sharp" sin-
glet whose width at half height was 0.002 to 0.004 ppm.

For each of the unexplained signals and artifacts we made
a 3 x 2 matrix of their occurrence vs non-occurrence in
remedies, succussed controls, and unsuccussed controls.
None of the matrices had a p-value below .05. The occur-
rence counts and p-values are listed in Table 3, Additional
File 1.
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Spectrum example

Figure 1 shows a portion of the spectrum of Helios' Igna-
tia-30 C sample (Line 27 of Table 2). Figure 2 shows a
magnification of the same spectrum between 1.8 and 4.0
ppm. Numbers below the x-axis represent integrated peak
areas, relative to C;HgO, peak at 2.77 ppm being set to its
known value of 100 uM of H. The complex signal between
approximately 4.3 and 5.3 ppm is the presaturated water
signal. This spectrum contains five contaminants, the
three consistent artifacts (artifact at 11.53 not shown),
and two intermittent artifacts. Note that the artifacts are
biphasic, i.e. have a component below as well as above the
baseline, whereas all of the signals due to actual molecules
have signals that stay above the baseline.

Discussion

Contaminants

Concerning the organic contaminants, acetate, formate
and lactate are present on human skin and can be intro-
duced at the trace levels seen here through ordinary han-
dling. Acetate and formate derive respectively from the B-
and o-oxidation of long-chain fatty acids by fibroblasts
[32], and lactic acid is the principal organic component of
eccrine sweat (and is found at higher concentrations on
the palms [33]). They are frequently encountered in high
sensitivity work. Methanol and acetone are commonly
used for rinsing glassware, and a reasonable but unprova-
ble guess is that they represent a residuum from a vial
rinse. A plausible but again unprovable guess is that the
source of the ethanol was incomplete flushing after prior
use of the vials to contain ethanol-based remedies, or per-
haps ethanol was also used in the rinsing process. The
source of the ethanol for the 200 C and higher potencies
is not the 195 C or other library potency: if there were no
other source of ethanol, five 1:99 dilutions in water would
reduce the level to at most 17 x 10-10 M.

Despite the implication that commercial remedies may be
"impure", we consider the levels of detected impurities to
be extremely low. Large doses of methanol are hepato-
toxic, but the trace amounts here represent no threat to
health. Our findings certainly support the widely accepted
view that homeopathic remedies are safe. We also believe
that the contaminants found should be unlikely to inter-
fere with remedies' clinical effectiveness. The median
value of 310 uM corresponds to less than one part ethanol
in 50,000 parts water. Working in the early 19th century,
Hahnemann would have used locally obtained well water
or spring water to make remedies, and his water would
have been far less pure than our most contaminated sam-
ple. (Hahnemann also used wine and brandy to make his
remedies — hardly the precision solvents of the modern
lab.) While high purity solvents are necessary for scientific
validity and reproducibility, there is no a priori reason to
think they matter for remedies' effectiveness. Indeed, one
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'H-NMR Spectrum of Ignatia-30 C (Helios): expansion of | — 9 ppm region. Key to peaks [position — interpretation]: .17 —
ethanol, methyl triplet; 1.47 — artifact (R4); 1.90 — acetate; 2.22 — acetone; 2.77 — C,HgO, (I ,4-cyclohexanedione marker); 3.35
— methanol; 3.60 — artifact (Cl); 3.65 — ethanol, methylene quartet; 3.88 — artifact (R5); 4.3 to 5.3 — water (presaturated); 8.17

— artifact (C2); 8.44 — formate; |1.53 (not shown) — artifact (C3).

of the hypotheses on the mechanism of homeopathy is
that the "information" is in the geometry of the solvation
shells of the low levels of impurities that are present in the
solvent, or in some structuring of how solvent impurities
group together or interact with each other.

Unexplained peaks

Six of the unexplained signals occurred in just one spec-
trum each and could easily be artifacts that happened to
be in phase with the rest of the spectrum. There is little to
be gained by trying to explain these one-time events, five
of which were from unsuccussed controls. The signals U1
to U3, being broad and upfield, could be consistent with

complex aliphatic mixtures such as finger grease on the
outside of the NMR tubes [28]. We have no conjecture as
to the identity of U5 (2.80 ppm, 3 occurrences) or U6
(4.12 ppm, 2 occurrences).

Signal U8 at 6.80 ppm occurred in 7 of 8 D,O runs start-
ing in November 2002, which was when a fresh bottle of
D,0O was brought into use, and it was not seen in the
DMSO-d6 runs from the same period. This pattern sug-
gests it was a contaminant in the D, 0O, even though it dis-
appeared when the same D,O bottle was used in April
2003. There was also one sporadic occurrence in April
2002 (a DMSO-d6 spectrum). A likely assignment is
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'H-NMR Spectrum of Ignatia-30 C (Helios): expansion of 1.8 — 4.0 ppm region. Key to peaks [position — interpretation]: 1.90 —
acetate; 2.22 — acetone; 2.77 — C,HgO, (1 ,4-cyclohexanedione marker); 3.35 — methanol; 3.60 — artifact (Cl); 3.65 — ethanol,

methylene quartet; 3.88 — artifact (R5).

quinone (p-benzoquinone, C,H,0,), whose spectrum
consists of one singlet at 6.80 ppm [34]. Quinone sub-
limes at room temperature, and the approximately one
micromole of quinone in the 20-mL D, O bottle may have
simply evaporated during four months.

In Table 3, Additional File 1 we also list the occurrence
counts for "any unexplained signal" in remedies and in
controls, and its p-value of 0.08. Lest this appear as a
"trend", we point out that the reason for this relatively low
p-value is that the "trend" was for controls to show more
unexplained signals than remedies. We do not believe the
difference is meaningful.

Other aspects of 'H-NMR spectra

We found no discrete signals that occurred significantly
more frequently in remedies than in controls. Does this
mean that NMR spectroscopy cannot show differences
between remedies made in water and controls? Earlier
NMR studies focused not on additional signals but on
peak positions and shape. For samples in water there is
only one peak, the water peak at 4.8 ppm, along with the
expected peaks for marker and/or DMSO-d5. We did not
examine the shape of the water signal. Presaturation com-
pletely destroys any information that may have been
present in the water signal shape, and the shape of the
water signal after presaturation is sensitive to so many var-
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iables that it would be hard to track down the effect, if
any, of solvent alteration. Still, this is an avenue that could
conceivably be pursued. Similarly, we indicated that any
information in the range of 4.4 to 5.2 ppm was essentially
lost. It might be possible to examine this range closely,
perhaps by subtracting off a smoothed spectrum, to look
for signals between 4.4 and 5.2. We have not attempted
this. We were primarily looking for separate peaks that
could be from long-lived stable clusters, and did not find
any. For this reason we couch our results carefully by say-
ing merely that "no discrete signals suggesting a difference
were seen."

Implications for homeopathic mechanism

The absence of any evidence of stable H-bonds above the
5 uM or 10 pM detection limit, in 57 remedy samples, cer-
tainly casts doubt on the hypothesis that remedies in
water might contain regions of long-lived non-dynamic
H-bond structuring. Is this hypothesis salvageable? We do
not believe so. We made a point of screening low,
medium and high potency remedies, as well as remedies
from six common MT's. While it could be argued that
even 10% DMSO could disrupt H-bonding and thereby
denature (i.e. destroy) H-bond structure [35], this cannot
be said about D,0. Nor do we believe that the addition of
the marker could have interfered with the detection of
structuring. Consider that Helios's remedies, reputedly
among the best anywhere, contained comparable or
higher concentrations of organic contaminants to start
with, than we added. If one wants to maintain the
position that homeopathy works (i.e. clinical effects are
attributable to it), and that Helios's and Washington's
remedies work, then the fact that their remedies come
with traces of small organic molecules tells us that such
traces cannot be something that interferes with homeopa-
thy's mechanism. Thus it should not "hurt" a remedy to
add a tiny bit of organic marker.

Could there be signals from fixed H-bonds but we didn't
see them because they fell in the inaccessible 4.4- to 5.2-
ppm region? The chemical shift of an H in a fixed O-H - -
O setup depends on the O - - O separation and the details
of the geometry, but studies of ice [36], organic H-bonds
[37,38] and ab initio simulations [39,40] all show that
chemical shifts in the range 7 - 16 ppm can be antici-
pated. For this reason we do not believe that obliteration
by the water signal of the 4.4- to 5.2-ppm interval repre-
sents important data loss. Our 103 spectra were particu-
larly sparse in signals in the downfield (i.e. > 7 ppm)
region. Besides the two "explained" artifacts C2 and C3
and the identified contaminant formate, they contained
just 3 single-occurrence downfield unexplained signals
and just 3 occurrences of downfield intermittent artifacts.
Thus our results were very different from the constellation

http://www.biomedcentral.com/1472-6882/4/15

of downfield signals predicted by the non-dynamic stable
cluster hypothesis.

We have ruled out, or more precisely we have rendered
highly improbable, only this one hypothesis on the
nature of the "active ingredient" of homeopathy.
Although a positive finding would certainly have been
interesting, our negative findings should not be taken as
evidence against clinical homeopathy. In particular, the
possibility of dynamic alterations of solvent structuring
remains open, but this hypothesis will need to be studied
by methods that take a much faster "snapshot" of what is
going on in samples. Finally, there are also several non-
cluster-based hypotheses that have been proposed to
explain homeopathy. These include isotopic patterning,
coherence, and chaos-based explanations [41]. These
explanations do not require any long-lived H-bonds and
do not predict that "unexpected" discrete peaks would be
seen in the NMR spectra of remedies.

Conclusion

We used a high sensitivity TH-NMR spectroscopy method
to look for discrete signals that could provide evidence of
pockets of fixed H-bonding in water-based homeopathic
remedies. No such evidence was found. The method did
reveal the presence of some small common organic mole-
cules, at levels deemed too low to be problematic. We
hope that we have made a contribution to homeopathic
research, both by answering a particular question, and by
setting a standard for quality hypothesis-driven research
that others will be inspired to follow.

Competing interests
The author(s) declare that they have no competing

interests.

Additional material

Additional file 1

Table 1: Results of runs during 2002, Table 2: Results of Helios rem-
edies screening, Table 3: List of peak positions

Table 1: Results of runs during 2002, Table 2: Results of Helios remedies
screening, Table 3: List of peak positions

Click here for file
[http://www.biomedcentral.com/content/supplementary/1472-
6882-4-15-S1.XLS]

Acknowledgment

A grant from the Samueli Institute for Information Biology supported this
project. The author thanks the staff of the DCIF for technical training and
assistance and for many useful conversations.

References

I. Baumgirtner S: Basic Research Efforts to Elucidate the Poten-
tiation Procedure of Homeopathy. In Proceedings: Future Direc-

Page 9 of 10

(page number not for citation purposes)


http://www.biomedcentral.com/content/supplementary/1472-6882-4-15-S1.XLS

BMC Complementary and Alternative Medicine 2004, 4:15

20.

21.

22.
23.
24.
25.
26.
27.
28.

29.
30.
31

tions and Current Issues of Research in Homeopathy 2002:1-10 [http://
www.siib.org/Publications.asp]. Published by the Samueli Institute
Becker-Witt C, Weisshuhn T, Liidtke R, Willich SN: Quality assess-
ment of physical research in homeopathy. | Altern Complement
Med 2003, 9:113-132.

Smith R, Boericke GW: Modern instrumentation for the evalu-
ation of homeopathic drug structure. | Am Inst Homeopath 1966,
59:263-280.

Smith R, Boericke GW: Changes caused by succussion on NMR
patterns and bioassay of bradykinin triacetate succussions
and dilutions. | Amer Ins Hom 1968, 61:197-212.

Young TM: NMR studies of succussed solutions: a preliminary
report. | Amer Inst Hom 1975, 68:8-16.

Sachs AD: Nuclear magnetic resonance spectroscopy of
homoeopathic remedies. | Holistic Med 1983, 5:172-177.
Weingirtner O: NMR-Spektren von Sulfur-Potenzen. Therapeu-
tikon 1989, 3:438-442.

Weingirtner O: NMR Features that relate to homoeopathic
sulphur-potencies. Berlin | Res Homeopathy 1991, 1:61-68.
Weingirtner O: Homdopatische Potenzen Berlin: Springer-Verlag;
1992.

Sukul A, Sarkar P, Sinhababu SP, Sukul NC: Altered solution struc-
ture of alcoholic medium of potentized Nux Vomica under-
lies its antialcoholic effect. Br Homeopath | 2000, 89:73-77.

Aabel S, Fossheim S, Rise F: Nuclear magnetic resonance (NMR)
studies of homeopathic solutions. Br Homeopath | 2001,
90:14-20.

Anagnostatos GS, Vithoulkas G, Garzonis P, Tavouxoglou C: A
working hypothesis for homeopathic microdiluted remedies.
Berlin | Res Homeopathy 1991, 1:141.

Anagnostatos GS: Small water clusters (clathrates) in the prep-
aration process of homeopathy. In In Ultra High Dilution Edited by:
Endler PC, Schulte J. Kluwer Acad Publ; 1994:121-128.

Anick DJ: Stable Zwitterionic Water Clusters: the Active
Ingredient in Homeopathy? | Amer Inst Homeop 1999,
93:129-135.

Carrillo-Tripp M, Saint-Martin H, Ortega-Blake I: A comparative
study of the hydration of Na+ and K+ with refined polarizable
model potentials. | Chem Phys 2003, 118(15):7062-7073.

Rempe SB, Pratt LR: The hydration number of Nat in liquid
water. Fluid Phase Equil 2001, 183(special issue):121-132.

White JA, Schwegler E, Galli G, Gygi F: The solvation of Na+ in
water: First-principles simulations. | Chem Phys 2000,
113(11):4668-4673.

Russo D, Hura G, Head-Gordon T: Hydration dynamics near a
model protein surface. Biophys | 2004, 86(3):1852-1862.
Bhattacharyya SM, Wang ZG, Zewail AH: Dynamics of water near
a protein surface. | Phys Chem B 2003, 107(47):13218-13228.
Balasubramanian S, Bandyopadhyay S, Pal S, Bagchi B: Dynamics of
water at the interface of a small protein, enterotoxin. Current
Sci 2003, 85(11):1571-1578.

Niccolai N, Spiga O, Bernini A, Scarselli M, Ciutti A, Fiaschi |, Chiellini
S, Molinari H, Temussi PA: NMR studies of protein hydration
and TEMPOL accessibility. | Molec Biol 2003, 332(2):437-447.
Sterpone F, Ceccarelli M, Marchi M: Dynamics of hydration in hen
egg white lysozyme. | Mol Biol 2001, 33 1(2):409-419.
Sigma-Aldrich, Milwaukee, WI, USA [http://www.sig
maaldrich.com]

Helios Homeopathic Pharmacy, 97 Camden Road, Tun-
bridge Wells, Kent TN 2QR, UK [http://www.helios.co.uk]
Woashington Homeopathic Products, 33 Fairfax St., Berkeley
Springs, WV 2 USA [http://www.homeopathyworks.com/]
Wilmad Lab Glass, 1002 Harding Hwy, PO Box 688, Buena,
NJ USA [http://www.wilmad-labglass.com]

Skoog DA, Leary JJ: Principles of Instrumental Analysis 4th edition. Har-
court Brace College Publ; 1992.

Gottlieb HE, Kotlyar V, Nudelman A: NMR Chemical Shifts of
Common Laboratory Solvents as Trace Impurities. | Org
Chem 1997, 62:7512-7515.

Zacharias CR: Implications of contaminants to scientific
research in homeopathy. Br Homeop | 1995, 84:3-5.

Zacharias CR: Contaminants in commercial homeopathic
medicines. Br Homeop | 1995, 84:71-74.

Silvestre V, Goupry S, Trierweiler M, Robins R, Akoka S: Determi-
nation of substrate and product concentrations in lactic acid

32.

33.

34.

35.

36.

37.

38.

39.

40.

41.

http://www.biomedcentral.com/1472-6882/4/15

bacterial fermentations by proton NMR using the ERETIC
method. Anal Chem 2001, 73(8):1862-1868.

Poulos A, Sharp P, Singh H, Johnson DW, Carey WF, Easton C: For-
mic acid is a product of the alpha-oxidation of fatty acids by
human skin fibroblasts. Biochem | 1993, 292(2):457-461.
Patterson M), Galloway SDR, Nimmo MA: Variations in regional
sweat composition in normal human males. Exp Physiol 2000,
85(6):869-875.

National Institute of Advanced Industrial Science and Tech-
nology (Japan), Research Information Database [http://
www.aist.go.jp/RIODB/SDBS/menu-e.html]

Alexandrescu AT: An NMR-based quenched hydrogen
exchange investigation of model amyloid fibrils formed by
the protein CspA. Pac Symp Biocomput 2001:67-78.

Rhim WK, Burum DP, Elleman DD: Proton anisotropic chemical
shift spectra in a single crystal of hexagonal ice. | Chem Phys
1979, 7T1(7):3139-3141.

Jeffrey GA, Yeon Y: Correlation Between Hydrogen-Bond
Lengths and Proton Chemical Shifts in Crystals. Acta Cryst
1986, B42:410-413.

Becker ED: Hydrogen Bonding. In In Encyclopedia of Nuclear Mag-
netic Resonance Edited by: Grant DM, Harris RW. Wiley & Sons Ltd;
1996:2409-2415.

Mauri F, Pfrommer BG, Louie SG: Ab initio theory of NMR chem-
ical shifts in solids and liquids. Phys Rev Lett 1996,
77(26):5300-5303.

Pfrommer BG, Mauri F, Louie SG: NMR chemical shifts of ice and
liquid water: the effects of condensation. | Amer Chem Soc 2000,
122(1):123-129.

Schulte |, Endler PC, eds: Fundamental Research in Ultra High Dilution
and Homeopathy Kluwer Acad Publ; 1994.

Pre-publication history
The pre-publication history for this paper can be accessed
here:

http:

www.biomedcentral.com/1472-6882/4/15/prepub

Submit your manuscript here:
http://www.biomedcentral.com/info/publishing_adv.asp

Publish with BioMed Central and every
scientist can read your work free of charge

"BioMed Central will be the most significant development for

disseminating the results of biomedical research in our lifetime."

Sir Paul Nurse, Cancer Research UK
Your research papers will be:
« available free of charge to the entire biomedical community
« peer reviewed and publishedimmediately upon acceptance
« cited in PubMed and archived on PubMed Central

O BioMedcentral

« yours — you keep the copyright

Page 10 of 10

(page number not for citation purposes)


http://www.siib.org/Publications.asp
http://www.siib.org/Publications.asp
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12676040
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12676040
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=6013465
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=6013465
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10826446
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10826446
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10826446
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11212083
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11212083
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14990511
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14990511
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12948493
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12948493
http://www.sigmaaldrich.com
http://www.sigmaaldrich.com
http://www.helios.co.uk
http://www.homeopathyworks.com/
http://www.wilmad-labglass.com
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11671879
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11671879
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11338603
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11338603
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11338603
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11338603
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8503880
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8503880
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8503880
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11187982
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11187982
http://www.aist.go.jp/RIODB/SDBS/menu-e.html
http://www.aist.go.jp/RIODB/SDBS/menu-e.html
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11262979
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11262979
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11262979
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10062766
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10062766
http://www.biomedcentral.com/1472-6882/4/15/prepub
http://www.biomedcentral.com/
http://www.biomedcentral.com/info/publishing_adv.asp
http://www.biomedcentral.com/

	Abstract
	Background
	Methods
	Results
	Conclusion

	Background
	Methods
	Chemicals
	Remedies
	NMR Methodology
	Randomization

	Results
	Sensitivity
	Expected and unexpected signals
	Artifacts
	Contaminants
	Unexplained signals
	Spectrum example

	Discussion
	Contaminants
	Unexplained peaks
	Other aspects of 1H-NMR spectra
	Implications for homeopathic mechanism

	Conclusion
	Competing interests
	Additional material
	Acknowledgment
	References
	Pre-publication history

